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Abstract— We have used the finite-difference time-domain 
method and a new millimeter-resolution anatomically based 
model of the human to study electromagnetic energy coupled 
to the head due to mobile telephones at 835 and 1900 MHz. 
Assuming reduced dimensions characteristic of today’s mobile 
telephones, we have obtained SAR distributions for two different 
lengths of monopole antennas of lengths A /4  and 3A /8  for a 
model of the adult male and reduced-scale models of 10- and 
5-year-old children and find that peak one-voxel and 1-g SAR’s 
are larger for the smaller models of children, particularly at 835 
MHz. Also, a larger in-depth penetration of absorbed energy for 
these smaller models is obtained. We have also studied the effect 
of using the widely disparate tissue properties reported in the 
literature and of using homogeneous instead of the anatomically 
realistic heterogeneous models on the SAR distributions. 
Homogeneous models are shown to grossly overestimate both 
the peak 1-voxel and 1-g SAR’s. Last, we show that it is possible 
to use truncated one-half or one-third models of the human 
head with negligible errors in the calculated SAR distributions. 
This simplification will allow considerable savings in computer 
memory and computation times.
I.  I n t r o d u c t io n
CELLULAR telephones and mobile wireless communi­cation systems are being introduced into society at a very rapid rate. This has resulted in public concern about the 
health hazards of RF electromagnetic fields that are emitted 
by these devices. In this paper, we describe a study of the 
electromagnetic absorption in the human body for some typical 
antennas used for these telephones and compare the mass- 
normalized rates of energy absorption (specific absorption 
rates or SAR’s) with the ANSI/IEEE C95.1-1992 RF Safety 
Guidelines [1]. These safety guidelines are given in terms 
of the maximum permissible exposures (MPE) of electric 
and magnetic fields, or of power density for controlled and 
uncontrolled environments. Though simple to use for far-field, 
relatively uniform exposures, the MPE limits are not easy 
to use for highly nonuniform fields such as in the near-field 
region of a cellular telephone. An alternative procedure given 
in the following [1] has, therefore, been suggested to satisfy 
the safety guidelines for uncontrolled environments which are 
defined as situations where there is exposure of individuals 
who have no knowledge or control of their exposure.
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An exposure condition can be considered to be accept­
able if it can be shown that it produces SAR’s “below
0.08 W/kg, as averaged over the whole body, and spatial 
peak SAR values not exceeding 1.6 W/kg, as averaged 
over any 1 g of tissue (defined as a tissue volume in the 
shape of a cube).”
For calculations of the SAR distributions we have used the 
well-established finite-difference time-domain (FDTD) numer­
ical electromagnetic method which has previously been used 
for a number of bioelectromagnetic problems pertaining to 
far-field or near-field exposures from ELF to microwave fre­
quencies [2], We have also used a newly developed millimeter- 
resolution model of the human body obtained from the mag­
netic resonance imaging (MRI) scans of a male volunteer. This 
whole-body model has a resolution of 1.875 mm for the two 
orthogonal axes in the cross-sectional planes and 3 mm along 
the height of the body [2]. The head and neck part of this model 
has previously been used to study SAR distributions for ten 
commercially available cellular telephones [2], [3] operating at 
transmission frequencies of 820-850 MHz (center frequency 
of 835 MHz). It has also been used to calculate electromagnetic 
absorption in the human head for some experimental handheld 
transceivers operating at 6 GHz [4], This same anatomically 
based part-body model has also been used for the calculations 
given in this paper.
We are aware of some recent publications on the SAR 
calculations for mobile telephones using anatomically based 
models of the human head [5], [6], Whereas a somewhat 
cruder model of the human head with a resolution of 6.56 
mm was used in [5], a higher-resolution MRI-based model 
with 2-mm cell size has been used by Dimbylow and Mann
[6] for calculations with A/4 monopoles above a metal box 
and for A/2 dipoles.
For calculations reported in this paper we have examined 
two different lengths of monopole antennas, A/4 and 3A/8, 
mounted on plastic-coated handsets of dimensions that are 
typical of newer mobile telephones both at 835 and 1900 
MHz. We have also studied the effect of tilting the handset 
as for typical usage at an angle of 33° relative to vertical and 
compared the results with the SAR’s when the antenna is held 
vertically relative to the head. By scaling the model of the 
head and neck to obtain reduced-size models representative 
of 10- and 5-year-old children, we have calculated the SAR 
distributions and find deeper penetration of EM energy, and 
SAR’s for internal tissues that are several times higher than
0018-9480/96$05.00 © 1996 IEEE
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(a) (b)
Fig. 1. The two head models with the telephone used for the calculations: (a) vertical, (b) tilted 30° relative to vertical.
TABLE I
Dielectric Properties and Specific Gravities of the Various Tissues Assumed at the Midband Mobile Telephone Frequencies of 835 and 1900 MHz 
[12], Also Included Are the Lower Dielectric Properties for Fat, Bone, and Cartilage Previously Reported in the Literature [14], [16]








muscle 1.04 51.76 1.11 49.41 1.64
fat 0.92 9.99 0.17 9.38 0.26
bone (skull) 1.81 17.40 0.25 16.40 0.45
cartilage 1.10 40.69 0.82 38.10 1.28
skin 1.01 35.40 0.63 37.21 1.25
nerve 1.04 33.40 0.60 32.05 0.90
blood 1.06 55.50 1.86 54.20 2.27
parotid gland 1.05 45.25 0.92 43.22 1.29
CSF 1.01 78.10 1.97 77.30 2.55
eye humour 1.01 67.90 1.68 67.15 2.14
sclera 1.17 54.90 1.17 52.56 1.73
lens 1.10 36.59 0.51 42.02 1.15
pineal gland 1.05 45.26 0.92 43.22 1.29
pituitary gland 1.07 45.26 0.92 43.22 1.29
brain 1.04 45.26 0.92 43.22 1.29
Old properties [14, 16] Old properties [14, 161
fat 0.92 7.20 0.16 9.70 0.27
bone (skull) 1.81 7.20 0.16 8.40 0.15
cartilage 1.10 7.20 0.16 9.70 0.27
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TABLE II












muscle 1.04 58.00 1.21 56.00 1.76
fat 0.92* 9.99* 0.17* 9.38* 0.26*
bone (skull) 1.85 8.00 0.11 8.00 0.15
cartilage 1.10 35.00 0.60 32.00 0.57
skin 1.10 35.00 0.60 32.00 0.57
nerve 1.04* 33.4* 0.60* 32.05* 0.90*
blood 1.06 64.00 1.24 64.00 1.80
parotid gland 1.05* 45.25* 0.92* 43.22* 1.29*
CSF 1.06 72.00 2.13 72.00 2.50
eye humour 1.01 73.00 1.97 74.00 2.27
sclera 1.01 66.00 1.93 62.00 2.28
lens 1.05 44.00 0.80 42.00 1.19
pineal gland 1.05* 45.26* 0.92* 43.22* 1.29*
pituitary gland 1.07* 45.26* 0.92* 43.22* 1.29*
brain 1.03 49.00 1.10 47.00 1.42
These values were not prescribed in [6],
for the model of the adult. Since the tissue properties are not 
as well characterized, and widely varying values have been 
reported for fat, bone, and cartilage, we have studied the effect 
that these properties can have on peak 1-g SAR’s that need 
to be examined for compliance with the ANSI/IEEE safety 
guidelines. We have identified a problem with interpreting the 
ANSI/IEEE safety guidelines since unspecified and different 
subvolumes in the shape of a cube may be taken in order to 
obtain peak 1-g SAR’s that should not exceed 1.6 W/kg for 
uncontrolled environments [1], For slightly larger subvolumes 
involving the more superficial regions including the air pockets 
of the ear, considerably higher 1-g SAR’s are obtained. This 
problem has been temporarily resolved with advice from the 
Dosimetry Working Group of WTR [see Section IV], Finally, 
we have developed a procedure for using smaller truncated 
models by factors of 2-3 with minimal loss of accuracy in 
determination of SAR distributions for the exposed region of 
the head.
II. T h e  FDTD M e t h o d
The finite-difference time-domain method has been de­
scribed in several publications and a couple of recent textbooks
[7], [8], This method has also been used successfully to obtain 
specific absorption rates for anatomically based models of 
the human body for whole-body or partial-body exposures 
to spatially uniform or nonuniform (far-field or near-field) 
electromagnetic fields from ELF to microwave frequencies
[2], [9]. In this method, the coupled Maxwell’s equations 
in differential form are solved for all points of the absorber 
(model of the human head and neck and the approximate 
model of the hand), as well as the space including the plastic- 
coated handset, the antenna embedded in a dielectric sheathing 
and the region to the absorbing boundaries which are generally 
taken to be at least 10 cells away from the telephone-head/neck 
coupled region. For all of the calculations reported in this paper 
we have used the retarded-time absorbing-boundary condition 
[10], The time resolution St =  5/2c — 3.29 ps was taken 
to correspond to the smaller of the cell dimensions of 1.974 
mm. To get converged results, we have used 8 time periods 
for each of the two frequencies of 835 and 1900 MHz that 
were used for the SAR distributions. It is recognized that 
different handset dimensions are being used for the cellular 
telephones, and the dimensions of the handset do influence 
the radiated fields and the SAR distribution patterns [11], 
We have taken a handset dimension of 2.96 x 5.73 x 15.5 
cm typical of today’s handsets for most of the calculations 
given in this paper. This includes a metal box of dimensions 
I46x x 2 8 ^  x 5 \SZ(2.76x5.53 x 15.3 cm) and 1-cell thickness 
S of plastic coating of effective dielectric constant1 K e given 
by the following equation which is somewhat lower than the
1 The effective dielectric constant K e is derived by noting that the electric 
fields close to a metallic surface such as that o f a handset are primarily normal 
and only a part o f the FDTD-cell width is actually filled with the dielectric 
material. The required continuity o f the normal component o f D  = e E  with 
the outer region can be used to obtain I \ e .
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TABLE III
SAR Distributions for the Squished-Ear Model of the Adult Male for A/4 
and 3A/8 Antennas at 1900 MHz. Time-Averaged Radiateid Power =  125 mW
A/4 antenna 3 A/8 antenna
Peak 1-voxel SAR (W/kg) 3.90 2.66
Peak 1-g SAR (W/kg)1 0.52 (1.01 g; 98.7%) 0.32 (1.01 g; 98.7%)
Peak 1-g SAR (W/kg)2 1.11 (1.03 g; 81.0%) 0.69 (1.06 g; 86.0%)
Peak 1-g SAR (W/kg)3 1.03 (1.10 g; 82.4%) 0.69 (1.11 g; 86.1%)
Peak 1-g SAR for brain (W /kg)2 0.20 (1.00 g) 0.16 (1.00 g)
Peak 1-g SAR for brain (W /kg)3 0.19 (1.05 g) 0.16 (1.00 g)
Power absorbed by head and neck 35.6% 29.4%
Power absorbed by "hand" 13.8% 7.0%
Peak 1-voxel SAR for brain (W/kg) 0.29 0.26
CSF average (mW/kg) 8.0 8.3
Brain average (mW/kg) 7.6 7.6
Humour average (mW/kg) 3.2 2.6
Lens average (mW/kg) 1.5 1.3
Sclera average (mW/kg) 1.8 1.5
' 5 x 5 x 3  cells-, 0.987 x 0.987 x  0.9 cm; 0.88 cm3
2 5 x 5 x 4  cells; 0.987 x 0.987 x 1.2 cm; 1.17 cm3
3 6 X 6 x  3 cells; 1.184 x  1.184 X 0.9 cm; 1.26 cm3
It was not possible to obtain 1-g weight o f the brain for subvolume 1; hence, tlie 1-g SAR for brain for this case is 
not given.
dielectric constant er of the actual insulation layer of thickness 
w (generally 1 mm).
K  ----------V /f r ------- (i)
e ' [er (6 - w )  + w] { ;
Here 6 is the dimension of the Yee cell which may be Sx , 
Sy, or 6Z depending on the surface of the metal handset.
I I I .  A  M i l l im e t e r -R e s o l u t io n  
A n a t o m ic  M o d e l  o f  t h e  H u m a n  B o d y
We have recently developed a millimeter-resolution model 
of the human body from the magnetic resonance imaging 
(MRI) scans of a male volunteer of height 176.4 cm and 
weight 64 kg. The MRI scans were taken with a resolution 
of 3 mm along the height of the body and 1.875 mm for the 
orthogonal axes in the cross-sectional planes. Even though the 
height of the volunteer was quite appropriate for an average 
male, the weight was somewhat lower than an average of 71 
kg, which is generally assumed for an average male. This 
problem can, to some extent, be ameliorated by assuming 
that the pixel dimensions for the cross sections are larger 
than 1.875 mm by the ratio of (71 / 64)1/ 2 =  1.053, i.e.,
1.974 mm instead of 1.875 mm. Using a software package 
from the Mayo Clinic called ANALYZE, the MRI scans of 
the human body were converted into images involving 30
tissue types whose electrical properties (er ,cr) can then be 
prescribed at the mobile telephone midband frequencies of 
835 MHz or 1900 MHz. The tissues taken for the whole-body 
model are: muscle, fat, regular bone, compact bone, cartilage, 
skin, nerve, intestine, spleen, pancreas, heart, blood, parotid 
gland, liver, kidney, lung, bladder, cerebrospinal fluid, eye 
humour, eye sclera, eye lens, stomach, erectile tissue, prostate 
gland, spermatic cord, testicle, ligament, brain, pineal gland, 
and pituitary gland. Since only the model of the head and neck 
is used for the present calculations, only 15 of these tissues are 
involved in this model. The new dielectric properties assumed 
for the various tissues at 835 and 1900 MHz are given in 
Table I. These are taken from the unpublished data of Gabriel 
[12], We have considered two orientations of the handset, one 
that is held vertically relative to the head (tilt angle of 0°) 
and another that is held at a tilt angle of 30° relative to the 
head (see Fig. 1). To simulate a handset that is typically tilted 
forward by 30° for a vertically erect head, we have modified 
the MRI-based model so that it is tilted forward by 30°. As 
described in [13], the forward tilt is accomplished by a “best 
fitting” technique wherein each of the cells of the present 
model is assigned to a new corresponding cell only if no other 
cells have a better fitting to the new one. An error matrix 
proportional to the distance of the rotated cells from the cell 
centroid of the new cell is used and minimized to obtain the
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TABLE IV
Sar Distributions for the Utah Model of the Adult Male Without Squished Ear for Comparison with 
Data Obtained by Dimbylow and Mann Using the NRPB Model [6], Frequency = 900 MHz. Radiated 
Power = 600 mW. Distance of the Source Point to the Ear = 1.38 cm (76) as Against 1.4 cm in [6]
No hand 
A/4 antenna above handset
No hand 
A/2 dipole
Peak 1-voxel SAR (W/kg) 7.57 9.13
Peak 1-g SAR (W /kg)1 2.07* (1.00 g; 92.0%) 2.10* (1.00 g; 92.0%)
Peak 1-g SAR (W/kg)2 2.49* (1.07 g; 83.0%) 2.71f (1.07 g; 83.0%)
Peak 1-g SAR (W/kg)3 2.45* (1.18 g; 86.1%) 2.47f (1.13 g; 81.5%)
Peak 1-g SAR for brain (W /kg)2 1.36(1.01 g) 1.54(1.01 g)
Peak 1-g SAR for brain (W /kg)3 1.31 (1.10 g) 1.48 (1.10 g)
Power absorbed by head and neck 51.7% 52.0%
Peak 1-voxel SAR for brain (W/kg) 4.6 2.6
CSF average (mW/kg) 62.3 60.7
Brain average (mW/kg) 74.4 88.0
Humour average (mW/kg) 50.6 42.8
Lens average (mW/kg) 26.5 19.8
Sclera average (mW/kg) 43.4 33.1
Superscripts 1, 2, and 3 are for cell numbers and subvolumes given in the footnote o f Table 3. 
* SAR scaled from Table 2 o f Reference [6] = 2.17 W/kg. 
t  SAR scaled from Table 2 of Reference [6] = 2.02 W/kg.
original cells that may occupy the new cell location. The 30° 
forward-tilted head thus obtained is shown in Fig. 1 together 
with the original untilted head model. For the tilted model, a 
vertical orientation of the handset and the antenna allows more 
accurate modeling of their shapes and dimensions. Models 
for each of the antennas and the handsets were assumed to 
be covered with insulating materials of er =  4.0. Because 
of the different cell sizes used, particularly for the smaller 
models representative of 10- and 5-year-old children, different 
values of K R obtained from (1) have been used for the various 
simulations for these cases.
Because of the proximity of the hand to the telephone, it 
is essential to also model the hand for numerical calculations. 
For the present calculations we have modeled the hand by a 
region of 2/3 muscle-equivalent material of thickness 1.974 cm 
(106y) wrapped around the handset on three sides, with the 
exception of the side facing the head, with height two-thirds 
that of the handset.
By scaling the cell sizes of the MRI-based model, we have 
developed smaller models of the head, neck, and hand to 
correspond to dimensions characteristic of 10- and 5-year-old 
children, respectively. In the dosimetry handbook [14], the 
heights and weights for average 10- and 5-year-old children are 
given as 1.38 and 1.12 m and 32.5 and 19.5 kg, respectively. 
These heights and weights are also in agreement with the 
averages for the boys given in [15]. To obtain models of these 
needed heights, we have scaled the cell size Sz = 3 mm of
the MRI-based model of the adult male of height 176.4 cm 
to new dimensions Sz =  2.3469 and 1.9048 mm, respectively. 
Also, maintaining the square shapes of the pixels in the cross­
sectional planes as for the MRI-based model, we have altered 
the dimensions Sx =  Sy from 1.875 mm of the adult male 
model of weight 64.0 kg to new cell sizes Sx = 6V = 1.51 and
1.2989 mm to obtain models of 10- and 5-year-old children of 
weights 32.5 and 19.5 kg, respectively. The approximate hand 
dimensions have been similarly scaled through these cell sizes 
so that the hands cover less than two-thirds of the heights of the 
assumed handsets for models of 10- and 5-year-old children.
It is well-known that considerably lower values of e r  and 
a have previously been reported for fat, bone, and cartilage in 
the published literature [14], [16] as compared to the higher 
values that have recently been determined by Gabriel [12], 
These lower values of e and a reported for fat, bone, and 
cartilage are given at the bottom of Table II and have been 
taken instead of the newer values for some of the runs (see 
Table VI) to determine the effect of tissue properties on SAR 
distributions.
IV. T h e  P e a k  1-g SAR
According to the ANSI/IEEE C95.1-1992 RF safety guide­
line for uncontrolled environments, the spatial-peak SAR 
should not exceed 1.6 W/kg for any 1 g of tissue defined 
as a tissue volume in the shape of a cube [1], Because of
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TABLE V
SAR Distributions for the Utah Model of the Adult Male Without Squished Ear for Comparison with 
Data Obtained by Dimbylow and Mann Using ihe NRPB Model [6], Frequency = 1800 MHz. Radiated 
Power = 125 mW. Distance of the Source Point to the Ear = 1.38 cm (76) as Against 1.4 cm in  [6]
No hand 
A/4 antenna above handset
No hand 
X/2 dipole
Peak 1-voxel SAR (W/kg) 1.54 1.90
Peak 1-g SAR (W/kg)1 0.53* (1.00 g; 98.7%) 0.55f (1.00 g; 98.7%)
Peak 1-g SAR (W/kg)2 0.87* (1.03 g; 80.0%) 0.81* (1.04 g; 81.0%)
Peak 1-g SAR (W/kg)3 0.83* (1.13 g; 81.5%) 0.76f (1.16 g; 83.3%)
Peak 1-g SAR for brain (W /kg)2 0.27 (1.04 g) 0.41 (1.01 g)
Peak 1 -g SAR for brain (W /kg)3 0.27 (1.02 g) 0.40 (1.07 g)
Power absorbed by head and neck 45.4% 46.4%
Peak 1-voxel SAR for brain (W/kg) 0.50 0.64
CSF average (mW/kg) 7.8 9.0
Brain average (mW/kg) 10.4 13.2
Humour average (mW/kg) 8.8 7.4
Lens average (mW/kg) 2.5 2.0
Sclera average (mW/kg) 5.7 4.5
Superscripts 1, 2, and 3 are for cell numbers and subvolumes given in the footnote o f Table 3.
* SAR scaled from Table 3 of Reference [6] = 0.70 
’ SAR scaled from Table 3 of Reference [6] = 0.78.
TABLE VI
SAR Distributions for Different Properties of the Various Tissues. A A /4  Anthnna Above 
a Handset Is Taken for the Calculations at 835 MHz. Radiated Power = 600 mW
New properties Old properties Homogeneous model
Peak 1-voxel SAR (W/kg) 10.86 8.52 15.98
Peak 1-g SAR (W/kg) 2.93 (1.00 g) 2.05 (1.00 g) 4.17(1.03 g)
Peak 1-g SAR for brain (W/kg) 1.13(1.09 g) 0.86 (1.02 g) -
Power absorbed by head and neck 45.0% 44.0% 41.5%
Power absorbed by "hand" 9.2% 11.9% 8.4%
Peak 1-voxel SAR for brain (W/kg) 1.62 2.11 —
CSF average (mW/kg) 72.7 62.6 —
Brain average (mW/kg) 72.3 62.9 -
Humour average (mW/kg) 31.8 32.9 -
Lens average (mW/kg) 11.3 12.8 —
Sclera average (mW/kg) 17.8 19.4 __
the irregular shape of the body (e.g., the ears) and tissue 
heterogeneities, a tissue volume in the shape of a cube of, 
say, I x l x l  cm will have a weight that may be in excess 
of, equal to, or less than 1 g. Larger or smaller volumes in 
the shape of a cube may, therefore, need to be considered 
to obtain a weight of about 1 g. Furthermore, for an anatomic 
model such as ours using unequal cell sizes (1.974 x 1.974 x 3
mm), it is not very convenient to obtain exact cubical volumes 
even though nearly cubic shapes may be considered. We have, 
therefore, considered 5 x 5 x 3 ,  5 x 5 x 4 ,  and 6 x 6 x 3  
cells for the model of the adult male to obtain subvolumes 
on the order of 1 cm3. For each of these subvolumes selected 
close to and around the regions of the high SAR’s, we have 
divided the absorbed powers by the weights calculated for
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TABLE V II
Comparison of the Powers Absorbed and Peak SAR’ s for the A /4 and 3A/8 Antennas at 835 MHz. Time-Averaged Radiated Power =  600 mW
Antenna
length Tilt
Peak 1-g SAR 
for Head
Peak 1-g SAR 
for Brain
% power absorbed % power absorbed 
bv "hand" by head and neck
A/4 0° 2.93 (1.00 g) 1.13 (1.09 g) 9.2 45.0
A/4 30° 2.42 (1.03 g) 0.93 (1.02 g) 12.4 39.8
3 A/8 0° 1.60 (1.00 g) 0.65 (1.05 g) 5.6 33.7
TABLE V III
Comparison of the Powers Absorbed and Peak SAR’ s for the A /4  and 3A /8 Antennas at 1900 MHz. Time-Averaged Radiated Power =  125 mW
Antenna
length Tilt
Peak 1-g SAR 
for Head 
W/kg
Peak 1-g SAR 
for Brain 
W/kg
% power absorbed % power absorbed 
bv "hand" by head and neck
A/4 0° 1.11 (1-03 g) 0.20 (1.00 g) 13.8 35.6
A/4 30° 1.08 (1.03 g) 0.20 (1.04 g) 13.9 35.5
3 A/8 0° 0.69 (1.06 g) 0.16 (1.00 g) 7.0 29.4
TABLE IX
Comparison of SAR Distributions for Models of an Adult Male and 10-year and 5-year-old Children. Frequency =  835 MHz. 
Time-Averaged Radiated Power = 600 mW. A A /4  Antenna Above a Handset Is Taken for the Calculations
Adult male 10-year-old child 5-year-old child
Peak l-voxel SAR (W/kg) 10.86 16.82 31.73
Peak l-g SAR* (W/kg) 2.93 (1.00 g) 3.21 (1.02 g) 4.49 (1.00 g)
Peak 1-g SAR for brain* (W/kg) 1.13 (1.09 g) 1.42 (1.00 g) 1.56 (1.00 g)
Power absorbed by head and neck 45.0% 42.6% 39.5%
Power absorbed by "hand" 9.2% 10.7% 5.5%
Peak 1-voxel SAR for brain (W/kg) 1.62 3.02 4.62
CSF average (mW/kg) 72.7 187.2 283.2
Brain average (mW/kg) 72.3 160.3 239.8
Humour average (mW/kg) 31.8 78.2 117.3
Lens average (mW/kg) 11.3 33.6 52.5
Sclera average (mW/kg) 17.8 48.7 73.7
* 5 x 5 x 4 cells; 0.987 x  0.987 x 1.200 cm; 1.170 cm3 for the adult male
7 x  7 x  4 cells; 1.057 x  1.057 x 0.939 cm; 1.049 cm3 for the 10-year-old child 
8 x 8 x 5  cells; 1.039 x 1.039 x  0.950 cm; 1.026 cm3 for the 5-year-old child
the individual subvolumes to obtain 1-g SAR’s. Furthermore, 
we have considered only those subvolumes where at least 80 
percent of the cells are occupied by the tissues and no more 
than 20 percent of the cells are in air. As expected, there is a
great deal of variability in the 1-g SAR’s that are obtained. In 
keeping with the ANSI/IEEE safety guidelines, weights equal 
to or in excess of 1 g are considered to obtain the spatial-peak 
SAR’s that are given in Table III.
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TABLE X
Comparison of SAR Distributions for Models of an Adult Male and 10-year and 5-year-old Children. Frequency = 1900 MHz. 
Time-Averaged Radiated Power = 1 2 5  mW. A A/4 Antenna Above a Handset Is Taken for the Calculations
Adult male 10-year-old child 5-year-old child
Peak 1-voxel SAR (W/kg) 3.90 4.90 6.20
Peak 1-g SAR* (W/kg) 1.11 (1.03 g) 0.90 (1.02 g) 0.97 (1.07 g)
Peak 1-g SAR for brain* (W/kg) 0.20(1.00 g) 0.25 (1.07 g) 0.31 (1.00 g)
Power absorbed by head and neck 35.6% 34.4% 32.2%
Power absorbed by "hand" 13.8% 9.4% 6.8%
Peak 1-voxel SAR for brain (W/kg) 0.29 0.42 0.61
CSF average (mW/kg) 8.0 20.6 33.4
Brain average (mW/kg) 7.6 19.6 32.9
Humour average (mW/kg) 3.2 17.4 39.2
Lens average (mW/kg) 1.5 7.6 17.8
Sclera average (mW/kg) 1.8 9.9 20.5
* 5 x 5 x 4 c e lls ;  0.987 x  0.987 x 1.200 cm; 1.170cm3 for the adult male
7 x 7 x 4  cells; 1.057 x  1.057 x  0.939 cm; 1.049 cm3 for the 10-year-old child 
8 x  8 x 5 cells; 1.039 x  1.039 x  0.950 cm; 1.026 cm3 for the 5-year-old child
In Table III it is interesting to note that even though the 
peak 1-g SAR’s for the superficial tissues are highly variable 
(by almost 2:1), the corresponding values for the internal 
tissues such as the brain are nearly identical regardless of the 
subvolumes that are considered. The reason for the highly 
variable peak 1-g SAR’s for the superficial tissues is that 
various subvolumes of, say, 0.8-1.2 cm3 in the shape of a cube 
may each give a weight of about 1 g, depending on the amount 
of air in such subvolumes. For our case, larger subvolumes 
such as 5 x 5 x 4 and 6 x 6 x 3  cells with volumes of 1.17 and 
1.26 cm3, respectively, involve more of air and the ear tissues 
and still have weights of at least 1 g, whereas the smaller 
subvolumes of 5 x 5 x 3 cells with a total volume of 0.88 
cm3 must have more of the nonear head tissues in order to get 
weights of 1 or more grams of weight. Since the subvolumes 
to consider for peak 1-g SAR’s have not been clearly defined 
in the ANSI/IEEE safety guidelines, the variability in the peak 
1-g SAR’s given in Table III is hard to resolve and is clearly 
troublesome. All three peak 1-g values have, therefore, been 
given in Table III. For each of the cases, the weights and 
percentage of tissues by volume are given within parentheses 
of the peak 1-g SAR’s.
This problem of lack of definition of the sub volume to 
consider was brought to the attention of the Dosimetry Work­
ing Group2 of Wireless Technology Research. At its meeting 
in Duarte, California, on October 30, 1995, the working 
group decided to recommend to ANSI/IEEE that the tissue 
subvolume to consider should not extend beyond the most 
exterior surfaces of the body (e.g., the upper, lower, and side 
boundaries of the ear) but may include the air that is contained 
therein (e.g., the air in the crevices of the ear). Also, the weight
2 The Dosimetry Working Group of Wireless Technology Research consists 
o f the following individuals: A. W. Guy (Chairman), C. K. Chou, C. Gabriel, 
O. P. Gandhi, N. Kuster, R. Petersen, P. Poison, V. Santomaa, Q. Balzano, 
and A. Taflove.
of the subvolume may not be smaller than 1.0 g, but preferably 
as close to it as possible. For the SAR data given in Table III, 
this corresponds to case 2 with a peak 1-g SAR of 1.11 W/kg 
for the A/4 antenna and 0.69 W/kg for the 3A/8 monopole 
antenna above the handset.
V. T e st  R u n s— C o m pa r iso n  w ith  
C a lc u la tio n s  o f  D im b y l o w  a n d  M a n n  [6]
Even though all of our calculations have been done for 
plastic-coated handsets and antennas, we have made a limited 
number of runs using the same configurations as previously 
used by Dimbylow and Mann [6], The objective of these 
runs was to verify that the SAR distributions obtained at 900 
MHz and 1800 MHz were fairly similar to those obtained by 
another research group which had used a very different model 
of the head and neck. For these test runs we used the tissue 
properties given in Table II, which were taken from [6] as far 
as possible, and likewise assumed the handset dimensions of 
2.4 x 6 x 15 cm. Unlike the cubical cell sizes of 2 mm used 
by Dimbylow and Mann [6], we have taken a voxel size of
1.974 x 1.974 x 3 mm for our calculations. The summaries of 
the results obtained for the four test cases without the hand are 
given in Tables IV and V for 900 and 1800 MHz, respectively. 
Also given as footnotes are the data calculated by Dimbylow 
and Mann [6] for comparison. Since the exact weights of 
the l x l x l  cm sub volume were not prescribed in [6], we 
have considered the various subvolumes 1, 2, and 3 that were 
previously considered for the data given in Table III. Also, 
even though the exact placements of the assumed handset vis 
a vis the ear were not exactly prescribed in [6], it is interesting 
to note that the peak 1-g SAR’s calculated for our model are 
fairly similar to Dimbylow’s [6] both at 900 and 1800 MHz. 
For our calculations we have assumed the feed points to be in 
the cross-sectional plane 6 mm below the top of the ear.
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TABLE XI
Comparison oi- SAR Distributions tor Models oh an Adult Mali; and 10-ykar and 5-year-old Children. Frequency = 835 MHz. 
Time-avf.raged Radiated Power = 600 mW. A 3A/8 Antenna Above a Handset Is Taken eor the Calculations
Adult male 10-vear-old child 5-year-old child
Peak 1-voxel SAR (W/kg) 5.97 7.65 12.75
Peak 1-g SAR* (W/kg) 1.60 (1.00 g) 1.49 (1.00 g) 1.88 (1.00 g)
Peak 1-g SAR for brain* (W/kg) 0.65 (1.05 g) 0.78 (1.00 g) 0.85 (1.00 g)
Power absorbed by head and neck 33.7% 28.8% 25.5%
Power absorbed by "hand" 5.6% 4.3% 2.8%
Peak 1-voxel SAR for brain (W/kg) 0.93 1.40 2.01
CSF average (mW/kg) 79.8 170.6 244.5
Brain average (mW/kg) 63.9 125.5 183.0
Humour average (mW/kg) 21.4 46.5 69.8
Lens average (mW/kg) 7.9 20.6 31.2
Sclera average (mW/kg) 12.0 29.3 43.3
* 5 x 5 x 4  cells; 0.987 x  0.987 x 1.200 cm; 1.170 cm3 for the adult male
7 x 7 x 4 c e l ls ;  1.057 x 1.057 x 0.939 cm; 1.049cm3 for the 10-year-old child 
8 x  8 x 5 cells; 1.039 x 1.039 x  0.950 cm; 1.026 cm3 for the 5-year-old child
TABLE XII
Comparison of SAR Distributions for the Full Model and Truncated Half and One-Third Models of the Head and Neck of an 
Adult Male, A A/4 Antenna Above a Handset Is Taken for the Calculations at 1900 MHz. Radiated Power = 125 mW
_______________________________________ Full model__________________Truncated half model________ Truncated One-Third Model
Peak 1-voxel SAR (W/kg) 3.90 3.96 3.96
Peak 1-g SAR (W/kg) 1.11 (1-03 g) 1.11 (1.03 g) 1.11 (1.03 g)
Peak 1-g SAR for brain (W/kg) 0.20 (1.00 g) 0.19 (1.05 g) 0.19 (1.00 g)
Power absorbed by head and neck 35.6% 34.5% 32.4%
Power absorbed by "hand" 13.8% 14.3% 13.3%
Peak 1-voxel SAR for brain (W/kg) 0.29 0.29 0.29
CSF average (mW/kg) 8.0 7 . r 4.8*
Brain average (mW/kg) 7.6 7.3' 6 .1 +
Humour average (mW/kg) 3.2 3.2f 2.4f
Lens average (mW/kg) 1.5 1.5' 1.5’
Sclera average (mW/kg) 1.8 1.7' 1.4’
* Average over the total mass of tissue in the full model.
VI. E f fe c t  o f  T is su e  P ro pe r ties  o n  SA R  D ist r ib u t io n s
As given in Table I with both the old and the new values 
of dielectric properties, considerably higher values of er and 
a have recently been reported for fat, bone, and cartilage by 
Gabriel [12], The ear is composed mainly of cartilage that 
is covered by the skin. In Table VI we compare the salient 
features of the SAR distributions at 835 MHz that are obtained 
using both the new and old dielectric properties for these 
tissues. For this and all further tables we give the SAR’s that 
are calculated using the procedure suggested by the Dosimetry 
Working Group of WTR [see Section IV],
Since some measurement systems for SAR evaluations use 
an homogeneous phantom model, also shown for comparison 
in Table VI are the SAR’s obtained for the homogeneous 
model with properties identical to that of the brain at 835 MHz 
[see Table II]. It is interesting to note that the homogeneous 
model overestimates the peak 1-g SAR by 42 percent as 
compared lo that obtained using the anatomically based model.
For each of the calculations given in Table VI, we have 
considered a quarter-wave monopole antenna above a handset 
of dimensions 2.96 x 5.73 x 15.5 cm (146T x 286v x 516Z for 
the metal covered with 1-mm thick plastic on all sides) and 
the model of the adult male. The telephone is held against the
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Fig. 2. The SAR distributions for layer no. 34 for models of an adult male and 10-year and 5-ycar-old children (a)-(c). (d) Scale. This layer contains 
the feed point and is 2 cells lower than the cross-sectional plane passing through the top of the ear for each of the models. Frequency =  835 MHz. 
Radiated power =  600 mW.
left side of the head. The driving point of the monopole is 
located at the top of the handset, in the center of the 5.73-cm 
side furthest from the ear on the edge of the 2.96-cm side. The 
thin monopole antenna is embedded in a covering sheath of 
dielectric material er — 4.0 which, in the FDTD formulation, 
is modeled by a 2 x 2 cell square stack of dielectric cells of 
cross-sectional dimensions 3.95 x 3.95 mm. New dielectric 
properties of the various tissues given in Table I are used for 
the results given in column 1 for these and all further cases 
considered in this paper.
Even though very similar fractional powers absorbed by 
the whole head are obtained for all three models, the peak 
1-voxel SAR’s are considerably higher for the models using 
the newer higher conductivities for the cartilage. Furthermore, 
the homogeneous model grossly overestimates the SAR and is 
also incapable of providing tissue-relevant SAR distributions.
VII. E f f e c t  o f  A n t e n n a  L e n g t h  
a n d  T il t  o n  t h e  S A R  D is t r ib u t io n s
We have examined the effect of antenna length and its 
tilt on the power absorbed and the SAR distribution for the 
various regions of the head and neck. For these studies, two 
different lengths of the antenna A/4 and 3 A/8 and two different 
orientations of the handset, 0° and 30° relative to vertical, were 
used for irradiation frequencies of 835 and 1900 MHz. The 
salient features of the results are given in Tables VII and VIII, 
respectively. For each of the cases, the handset dimensions 
are the same as in Section VI (2.96 x 5.37 x 15.5 cm) and 
the antennas placed on the back side of the handset similar to 
Section VI are assumed to be covered by a dielectric sleeve as 
described in the previous section. It is interesting to note that 
the powers absorbed by the head and neck and peak 1-g SAR’s
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(C) (d)
Fig. 3. The SAR distributions for layer no. 34 for models of an adult male and 10-year and 5-year-old children (a)-(c). (d) Scale. This layer is 2 cells lower 
than the cross-sectional plane passing through the top of the ear for each of the models. Frequency =  1900 MHz. Radiated power =  125 mW.
are lower for 3A/8 antennas vis a vis A/4 antennas both at 835 
MHz and 1900 MHz (Tables VII and VIII). This may be due 
to the fact that 3A /8  antennas are 50 percent longer than A/4 
antennas at each of the frequencies. The peak current region 
for a 3A/8 antenna is A/8 above the feed point, whereas for 
a A/4 antenna it is at the base of the antenna, and, hence, 
very close to the ear. For the longer 3A /8  antennas both at 
835 and 1900 MHz, the peak current regions are, therefore, 
somewhat removed from the ear and the head, which results 
in lower absorbed powers and SAR’s than the A/4 antenna. 
Similar arguments can also be given for the calculated lower 
SAR’s for 30° tilted A/4 antenna vis a vis the vertically held 
antenna at 835 MHz (Table VII), since the considerably longer 
antennas are physically further away from the head, which 
results in lower SAR’s for the tilted antenna, while a similar 
effect does not occur at the higher frequency of 1900 MHz 
(Table VIII) because of the smaller length of the antenna.
VIII. E f f e c t  o f  H e a d  S ize  o n  SA R  
D is t r i b u t io n :  C o m p a r iso n  f o r  A d u l t  
a n d  10- a n d  5 - Y e a r - O ld  C h i ld r e n
As previously described in Section III, we have developed 
smaller models of the head, neck, and “hand” by reducing 
the voxel size 1.974 x 1.974 x 3.0 mm of the MRI-based 
model to new voxel sizes of 1.51 x 1.51 x 2.3469 mm and
1.2989 x 1.2989 x 1.9048 mm in order to obtain dimensions 
characteristic of 10- and 5-year-old children, respectively. In 
Tables IX and X, we give the salient features of the SAR 
distributions obtained for quarter-wave monopole antennas 
mounted as discussed earlier at irradiation frequencies of 835 
and 1900 MHz, respectively. It is interesting to note that 
even though the peak 1-g SAR’s are fairly similar for the 
three models at 1900 MHz, the 1-g SAR’s are considerably 
higher for the smaller head sizes at 835 MHz (Table IX).
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Distance x from the edge of the head model ( cm )
Fig. 4. Comparison of the SAR distributions for the full model and the truncated half and one-third models of the human head along the axis for z — 0 
and 2 =  4.5 cm for a A /4 monopole above the handset. Frequency =  1900 MHz. Radiated power =  125 mW.
Also, the peak 1-voxel SAR’s are higher and a larger in-depth 
penetration of absorbed energy or higher SAR’s are obtained 
for the smaller models both at 835 and 1900 MHz. The fact 
that there is a larger in-depth penetration of SAR’s for the 
models of 10- and 5-year-old children as compared to those 
for the model of the adult is illustrated in Figs. 2 and 3 for 
835 and 1900 MHz, respectively. Because of a larger depth of 
penetration of EM field at 835 MHz into the heads of the small 
subjects, increased SAR’s are obtained for smaller models at 
this frequency. A similar trend of increasing 1-g SAR’s for 
the smaller models at 835 MHz has also been observed for a 
longer 3A/8 antenna for which the SAR distributions are given 
in Table XI. The higher 1-voxel SAR’s for the smaller models 
in Tables IX-XI are likely due to the thinner ears, which results 
in the antennas being somewhat closer to the region of highest 
SAR’s that are observed generally at the points of contact of 
the ear pressed against the scalp of the head.
IX. U se  o f  T r u n c a t e d  H e a d  
M o d e l s  f o r  E f f ic ie n t  C o m p u t a t io n s
With ever-increasing frequencies being considered for wire­
less communications, it is obvious that even finer-resolution 
anatomically based models than those being used at the present 
time will be needed in the future. Since even present models 
require a lot of computer memory (150-170 Mbytes), the 
required higher-resolution models will be extremely difficult 
to use unless more efficient FDTD formulations are developed. 
We have recently developed a technique to reduce the size 
of the problem to half or less, recognizing that the distal 
side of the head is relatively shielded from the EM fields of 
personal mobile devices. Because of the minuscule coupling,
we may place another identical source (a mobile telephone) 
symmetrically on the opposite side leaving the problem 
unaltered, provided this dummy source is assumed to be devoid 
of RF power. This latter assumption can be implemented 
by exciting the dummy source identically and in phase or 
out of phase from the actual source for two consecutive 
simulations and superimposing the EM fields obtained for 
these even- and odd-mode calculations, respectively. The 
even-mode simulation can be done by putting a perfect 
magnetic conductor at the plane of symmetry of the problem 
and an odd-mode simulation can be done by putting a perfect 
electric conductor at the same plane of symmetry. Using this 
approach, only half-problem simulation may be done at a time 
with a considerable saving of computer memory. To check 
the validity of this approach, several test cases, including 
spheres, layered, spheres, etc., were considered for an assumed 
radiation frequency of 1900 MHz. Excellent agreements of 
the SAR distributions were obtained for the truncated half and 
one-third models with those for the full models.
Fig. 4 shows the SAR distributions obtained for an MRI- 
based model of the human head for which the A/4 monopole 
above a box cellular telephone described earlier in Sections II 
and VI is placed against the left ear, which is assumed to be 
squished against the head. The SAR distributions are shown 
for the model of the head and for truncated half and one-third 
models for two axes in the .^-direction corresponding to z =  0,
i.e., the plane containing the base of the antenna and z =  4.5 
cm above this plane. The peak SAR of 3,000 mW/kg for the 
z =  0 line in the plane containing the driving point is due to 
focusing of induced currents passing at the points of contact 
between the squished ear and the head. Salient features of 
the data obtained for this case are given in Table XII. It is
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interesting to note that nearly identical SAR’s are obtained 
for the electromagnetically coupled region in proximity to the 
telephones for each of the models. Because of the truncation of 
the models, somewhat lower SAR’s are obtained for the more 
distal tissues for which the SAR’s are fairly small anyway. 
The difference in the peak and 1-g average SAR’s calculated 
using the full and the truncated models is less than 1.5 percent.
X . C o n c l u d in g  R e m a r k s
The previously tested finite-difference time-domain method 
has been used with a new MRI-based millimeter-resolution 
model of the human to study electromagnetic energy absorp­
tion in the head and neck due to mobile telephones at 835 and 
1900 MHz. We have used dimensions of the handsets that are 
characteristic of the newer telephones to obtain SAR distribu­
tions due to two different lengths of the monopole antennas 
of lengths A/4 and 3A/8. As expected, the longer antennas 
give SAR’s that are considerably smaller than those for A/4 
antennas. A limited number of test runs using the antennas and 
handset dimensions previously used by Dimbylow and Mann 
[6] give 1-g SAR’s that are very similar (within 10 percent) to 
those obtained by these authors. This is most interesting since 
considerably different anatomically based models of the human 
head and neck have been used. We have also examined the 
effect of using the widely different tissue properties that have 
been reported for fat, bone, and cartilage. As expected, the new 
higher conductivities and dielectric constants recently reported 
for these tissues give peak 1-voxel and 1-g SAR’s that are 
higher than those obtained with the previously reported lower 
electrical properties. Use of a homogeneous brain-equivalent 
model is shown to grossly overestimate peak SAR’s for 1- 
voxel as well as for 1-g of tissue. To represent typical usage, 
we have studied the effect of tilting the telephone relative to the 
head at an angle of 30°. Because of the longer antenna at 835 
MHz, this results in a reduction of SAR’s relative to the un­
tilted configuration, since the antenna is now further away from 
the head for much of its length. This effect is inconsequential 
at 1900 MHz, where the antenna length is fairly small.
A highlight of this paper has been to calculate SAR 
distributions using reduced-scale models of the head and 
neck and “hand” to correspond to the dimensions that are 
characteristic of 10 and 5-year-old children. Because of 
the deeper penetration of EM energy in smaller models, 
considerably higher internal tissue SAR’s are obtained both 
at 835 and 1900 MHz. Also, higher 1-g SAR’s are obtained 
at 835 MHz for both A/4 and 3A/8 antennas. Lastly, we have 
shown it possible to use truncated one-half and one-third 
models of the head and neck and obtain SAR distributions 
that are nearly identical to those for full models. Use of 
truncated models allows considerable savings in computer 
memory and computation time for SAR distributions.
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